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Abstract—The Keller-Miksis equation (KME) is commonly
used for numerical studies of inertial and stable-inertial cavitation. However, experimental validation of KME under clinically
relevant exposure settings is scarce, particularly in terms of
the acoustic emission signal generated by the cavitation. In this
paper, the KME is validated against a cavitation cloud collapsing
f0 /2 and f0 /3 sub-harmonically with some success. This could
signiﬁcantly aid the design of arrays for passive acoustic mapping
(PAM), quantiﬁcation of cavitation dose, and tuning controllers
for feed-back-loops.

I. I NTRODUCTION
Cavitation is being applied in both medicine and industry,
for which the acoustic emissions, and the spectrum associated
with them, are used as a concise summary, both for classiﬁcation of cavitation regime and quantiﬁcation [1]–[3].
We have recently published an analysis of the acoustic
cavitation noise spectrum, where we identify the role of
periodic shock waves (PSWs), that are emitted from a stable–
inertially collapsing cavitation cloud [4]. It shows that all
spectral features, expect parts of the fundamental frequency,
are mediated by PSWs. The physical interpretation of the
collected emissions was only made possible after the complex
impulse response to the needle hydrophone (NH) was removed
from the collected emissions [5]. Furthermore, we have shown
that spatially conﬁgured cavitation clouds can be positioned
such that sub-harmonic (f0 /n and n ∈ N and f0 is the
fundamental driving frequency), and ultra-harmonic spectral
features (m f0 /n for n = m and m ∈ N), are suppressed
below the detection threshold.
Cavitation clouds are commonly described through rather
complex theoretical considerations [6], however, for certain
cavitation activity in high-intensity focused ultrasound (HIFU)
ﬁelds, where the cavitation clouds are closely packed, the overall complexity of the system might be reduced. Therefore, to
expedite the route from the laboratory to applications, we are
suggesting that applying Rayleigh–Plesset-like equations and
computing the acoustic emissions generated, could assist in
design of control systems used to monitor cavitation mediated
effects.
In [4] the individual PSWs are ﬁtted manually, achieving a
high similarity between the synthetic signal and its spectrum
when compared to the experimental measurement. In this

paper we investigate the validity of the Keller-Miksis equation,
and computed acoustic emissions, high-speed imaging data
and acoustic data from a calibrated NH are used for respective
validation. Two sub-harmonic regimes are represented, f0 /2
and f0 /3, to evaluate the power of the simplifying assumption;
a cavitation cloud can be approximated as a single-bubble for
several cycles of stable–inertial cavitation.
II. M ETHODS
The experimental arrangement used in this paper is fully
described in [4], Fig. 1 (a). We employ the laser-nucleation
technique [7], to precisely initiate cavitation activity relative
to the NH tip, and in the HIFU focus. HIFU is generated
via a single element piezoceramic transducer (H-149, Sonic
Concepts, USA), connected to a power ampliﬁer (2100L,
Electronic and Innovation, USA) and a waveform generator
(DG4102, Rigol Technologies, China). The transducer is geometrically focused to 68 mm from the front face, and it is
driven at the 3rd harmonic through an impedance matching
network, such that f0 = 698 kHz for all results presented.
This driving frequency is well within the calibration bandwidth
of the NH (1.0 mm diameter, PVdF, Precision Acoustics,
UK) ensuring that acoustic cavitation emissions are adequately
detected, processed and interpreted [5]. A 20 mm central hole,
through the body of the transducer, serves to mount the NH
in emission collection postion, Fig 1 (b), aligned vertically
along the HIFU axis, Fig. 1 (a), with the tip located around
the pre-focus −6 dB contour, ∼ 3 mm from the focal point.
The NH is connected to an oscilloscope (MS07104A, Agilent
Technologies, USA), and data collected at 4 GSs−1 . The
HIFU ﬁeld is somewhat perturbed by the presence of a NH,
decreasing the pressure by ∼ 15%, compared to no NH in the
emission collection position. This is assessed in detail with a
ﬁber-optic hydrophone in [4].
The nucleation laser emits a single 1.2 ± 0.1 mJ (instrument
error according to manufacturer), 6 − 8 ns laser pulse (Nano
S 130-10 frequency doubled Q-switched Nd:YAG, Litron
Lasers, UK), that is passed through a long working distance
microscope objective lens (50x 0.42 NA Mitutoyo, Japan),
submerged in a sealed unit, mounted on an xyz-manipulator
(Velmex Motor, Bloomﬁeld, NY, USA), and pre-aligned to
the HIFU focus, ∼ 3 mm above the NH tip in-situ. The laser
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where r is the distance from the bubble centre to the NH.
The computed acoustic emissions are compared to the physically detected acoustic emissions, with the NH. The acoustic
emissions collected by the NH are deconvolved with the
complex frequency response to the NH, to correct for any
distortions coming from the NH [5]. In the frequency-domain,
the magnitude of the acoustic emissions |Prad |, are expressed
as [10]:
Prad = ρ

Fig. 1. Illustration of experimental setup: (a) cross-sectional side view, and
(b) an axial scan of the HIFU focal region, with representations of the NH
outlined for ’emission collection’ position (solid black).

pulse, triggered to be incident ∼ 5 cycles into a 65-cycle burst
of HIFU, generated the cavitation activity reported below in
free-ﬁeld driving conditions [7].
The transducer-NH conﬁguration is housed within a custombuilt chamber, measuring 420×438×220 mm3 and ﬁlled with
degassed, deionized water. Imaging optics are placed within
the two recessed walls, in close proximity to the intended
location of the cavitation cloud, facilitating reasonably high
spatial resolution imaging.
High-speed shadowgraphic imaging of the resulting cavitation activity is undertaken orthogonally to the nucleating laser
axis, through a Monozoom 7 lens system (Bausch & Lomb,
USA), at 5 × 106 frames per-second (HPV-X2, Shimadzu,
Japan), with synchronous 10 ns laser pulses (CAVILUX Smart,
Cavitar, Finland) providing the illumination and effective
temporal resolution, per frame. A delay generator (DG535,
Stanford Research Systems, USA) provides electronic triggering to synchronize each of the instruments. The Q-switch from
the nucleation laser, which is detected by the NH, signiﬁes
laser pulse emission, and is taken as t = 0 μs.
Assuming that the cavitation clouds generated are closely
packed, and component bubbles are in phase with each other,
a single-bubble model is used to describe the phenomenon, to
ﬁrst order. For this work, the Keller–Miksis equation (KME)
was applied, as it is speciﬁcally derived for inertial bubble
dynamics, in which the compressibility of the host medium
inﬂuences the temporal evolution of the bubble. The KME
can be expressed the following way:
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Ṙ 
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where R is the instantaneous radius, and the dots indicate time
derivatives, c is the speed of sound, and pw is the pressure at
the bubble wall, which can be expressed as [8]:
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where σ is the surface tension between the gas–water interface,
R0 is the equilibrium radius, κ is the polytropic exponent, and
Pa is the pressure amplitude of the driving HIFU. From the
solution of Eq. (1), the acoustic emission Prad are computed.
This can be expressed the following way [9]:

|Prad | =

|UNH |
,
|HNH ||Hbpf |

(4)

where |HNH | is the magnitude of the frequency response to the
NH, |UNH | is the magnitude of the voltage–trace, and |Hbpf |
is the magnitude of the brick wall bandpass ﬁlter used, equal
to that seen in [5], Fig. 4. The limits of the bandpass ﬁlter are
equal to the calibration bandwidth (125 kHz − 20 MHz) to the
NH.
III. R ESULTS AND DISCUSSION
A. f0 /2 regime
Figures 2(a) show high-speed imaging data captured of a
cavitation cloud oscillating in a HIFU ﬁeld of free-ﬁld driving
amplitude Pa = 1.63 ± 0.12 MPa. The images conﬁrms, that
to ﬁrst approximation, a cavitation cloud can be described
as a single-bubble, for the initial cycles of inertial deﬂation
and compression. Figure 3(a) represents the normalised darkpixel count from the high-speed images, where the dark-pixel
count represent how the cavitation cloud is collapsing subharmonically at f0 /2, with the emission of PSWs, which
are also depicted in the imaging data as a result of the
shadowgraphic capabilities. To enhance the shadowgraphic
performance of the set-up, the optical focus is placed slightly
off from the plane of the bubble, causing the bubble to be
sub-optimally resolved [11]. In part for this reason, the darkpixel data is presented in normalised form, implying that
it can only be used to compare relative temporal evolution
between experiment and simulation. The simulated radiustime curve in Fig. 3(a), shows that the solution of Eq. (1)
is to a large extent, in agreement with the temporal proﬁle
of the dark-pixel count, both with regards to collapse times
and the oscillations between collapses, however, it is solved
with a driving pressure which is 0.19 MPa lower than what is
suggested by that measured with the ﬁbre-optic hydrophone.
This difference could potentially be explained by the ﬁbreoptic hydrophone being placed slightly off from the plane
where the bubble was oscillating. An alternative explanation
would be that the pressure was in fact higher, and the KME is
not sufﬁciently describing the radial dynamics of the cavitation
cloud.
Figure 3(b) is the deconvolved acoustic emissions collected
by the NH. For the emissions presented, a control experiment
has been subtracted, where the nucleation laser was not ﬁred,
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Fig. 2. (a) High-speed images of a single f0 /2 cavitation event, 2.7 mm from
NH tip. (b) High-speed images of a single f0 /3 cavitation event, 2.5mm from
NH tip.
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Fig. 3. (a) (left) Simulated radius-time curve from KME (red), with dashed
rectangle representing the sub-harmonic oscillation imaged, and (right) normalised dark-pixel count (black scatter) from images in Fig. 2(a). (b) Acoustic
emissions from the driven bubble, measured by the NH (black) and simulated
(red), with periodic shock wave features arrowed from collapses in (b).The
KME is solved with the following parameters: R0 = 3 μm, ρ = 998 kgm−3 ,
μ = 0.001 P a s, σ = 0.072N m−1 c = 1484 ms−1 , P0 = 101 kPa,
Pa = 1.31 MPa, R(0) = 3 μm, and Ṙ(0) = 0 ms−1

to remove the primary HIFU ﬁeld. The acoustic emissions
consists of 6 PSW of average peak positive pressure amplitude PPPAPSW = 63.5 ± 4.3 kPa, originating from the
respective collapses of the cavitation cloud, 2.7 mm away
from the NH. The oscillation between collapses in Fig. 3(a)
is acoustically manifested by emissions, primarily consisting
of the fundamental frequency. This is to be expected as the
oscillation between collapses is of small amplitude, and to ﬁrst
approximation it is linear. The acoustic emissions computed
from Eq. (3) are also shown in Fig. 3(b), in which the
temporal evolution is to ﬁrst order in agreement with the experimental data. However, the PPPAPSW is somewhat higher,
PPPAPSW = 70.1 ± 2.5 kPa, and fundamental emission from
between collapses is slightly lower.
Figure 4 shows the spectra of the experimentally measured
acoustic emissions and the simulated emission from Fig. 3(c).
As discussed in [4], all spectral features except parts of the
fundamental come from PSWs. Attempting to simulate a series
of shock waves, and replicating the spectral features, is to a
lesser extent achieved with the presented approach, compared
to ﬁtting individual bubble-collapse shock waves manually [4].
Nevertheless, it is appreciated that the crude simulation of the
stable–inertially collapsing cavitation cloud is reproducing all
spectral features within 3 dB, up to the 11 f0 /2 harmonic of
the sub-harmonic. From which it is reasonable to suggest that

Fig. 4. Spectra of acoustic emissions in Fig 3 (b), where measured by NH
(black) and simulated (red).

KME is to ﬁrst order approximating the radial dynamics of
the cavitation cloud.
B. f0 /3 regime
When the pressure amplitude of the HIFU ﬁeld is increased
to Pa = 2.40±0.09 MPa, the cavitation cloud starts to collapse
every third cycle. This is consistent with previous reports,
where increasing the pressure amplitude of the driving ﬁeld
excites higher sub-harmonics [12]. The cavitation cloud seen
in Fig 2(b) is now larger, compared to Fig. 2(a), and the images
are also suggesting that the cloud is now consisting of a set
of component bubbles, as it is more non-spherical. This is
of course alluding to, that the assumption of the cavitation
cloud, more than less is behaving as a single-bubble, could be
of diminishing validity. This concern is further supported by
the double-fronted shock waves, at 25.4 μs and 25.6 μs, which
is indicating that the component bubbles are not collapsing inphase. This is a feature that a single-bubble model does not
support.
Figure 5(a) represents the normalised dark-pixel count and
the KME simulation, in which it is reasonable to state that the
simulation and the experimental data mimics the same trends,
and collapse times are to ﬁrst order in agreement. However,
it is also worth noting that, compared to the f0 /2 results in
Fig. 3(a), the agreement is less satisfying. The dark-pixel data
indicates that the cavitation cloud is slightly growing, just over
this small time period. An alternative explanation would be
that the component bubbles are less closely packed after a
certain number inertial collapses, making the cavitation cloud
more non-spherical and appear larger. In any case, this is not
something the current KME model adopted can replicate.
Similarly, for the acoustic emissions detected by the NH,
and the computed acoustic emissions from Eq. (3), there is
a much larger discrepancy between the two, compared to the
results presented in Fig. 3(b). The experimental data has PSWs
with average amplitude PPPAPSW = 108.1 ± 11.9 kPa, and
the simulation has PPPAPSW = 172.5 ± 20.5 kPa, showing
that the simulation is again consistently overestimating the
PSW pressure amplitude. This is ultimately indicating that the
KME is less satisfactorily describing the temporal evolution
of this cavitation cloud. Potentially, this could be related to
that the cavitation cloud is collapsing harder, and more nonlinearly, seen from the stronger acoustic emissions, where
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Fig. 5. (a) (left)Simulated radius-time curve from KME, with dashed rectangle
representing the sub-harmonic oscillation imaged, and (right) normalised darkpixel count (black scatter) from images in Fig. 2 (b). (b) Acoustic emissions
from the driven bubble, measured by the NH (grey) and simulated (red),
with periodic shock wave features arrowed from collapses in (b). The KME
is solved with the following parameters: R0 = 6 μm, ρ = 998 kgm−3 ,
μ = 0.001 P a s, σ = 0.072N m−1 c = 1484 ms−1 , P0 = 101 kPa,
Pa = 2.40 MPa, R(0) = 6 μm, and Ṙ(0) = 0 ms−1

IV. C ONCLUSION
For f0 /2 sub-harmonic cavitation cloud behaviour, the KME
and Eq. (3) are performing reasonably over a wide bandwidth,
however, there are discrepancies. For higher HIFU driving
pressures, where the cavitation cloud is collapsing at f0 /3,
the behaviour is less satisfactorily described, as the cavitation
cloud is failing to satisfy the single-bubble assumption. However, even at f0 /3 oscillations, acoustic emissions up to the
second harmonic of the fundamental are well replicated with
the suggested theory. This is indicating that the KME can be
used in the design and tuning of controllers for feed-backloops.
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Fig. 6. Spectra of acoustic emissions in Fig 5 (b), where measured by NH
(black) and simulated (red).
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