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Abstract—A fiber refractometer with large dynamic range from 

1.316 to 1.61 RIU has been realized using a hybrid configuration 
of a single-mode fiber (SMF) coupled to a stripped-cladding 
multimode fiber (MMF) as sensing element. An extended analysis 
of the diffraction principle of a Gaussian beam is specifically 
developed for this sensor configuration to determine the injected 
power density into the MMF which, when subsequently combined 
with ray optics, analytical wave optics and Fresnel equations, 
enables the sensor response to be comprehensively estimated. 
Simulation results have been experimentally corroborated to very 
high agreement for a 2-cm and a 5-cm decladded section of 
multimode fiber used as the sensing element. The results show, for 
the shorter sensor (2 cm), a very high sensitivity of ~ -250 a.u./RIU 
being achieved in the Zone II operating regime, i.e. for indices 
between the cladding and core indices together with a resolution 
of 2.76×10-6 RIU being attained. In addition, the developed models 
have been used to accurately predict the response of sensing 
elements of various lengths, hence demonstrating the potential 
capability of this research to be exploited for optimizing bespoke 
design of fiber refractometers of any arbitrary sensing lengths or 
dimensions. As an example, we present the design of a 
refractometer achieving a maximum sensitivity of 300 a.u./RIU 
with a potential resolution of 2.26 ×10-6 RIU. 
 

Index Terms—Fresnel equation, Gaussian beam, ray optics, 
wave optics, hybrid sensor design, modelling, multimode fiber, 
single-mode fiber, fiber refractometer, refractive index 
measurement. 
 

I. INTRODUCTION 
LARGE variety of refractive index (RI) sensors or 
refractometers exploiting different measurement 

techniques have been reported since the end of the 19th century 
[1] due to their broad applications in chemistry and physics, in 
environmental monitoring, as well as across the biochemical, 
pharmaceutical, and the food and beverage industries [2]. 
Amongst these RI sensors, a multitude of optical fiber 
refractometers (OFRs) have also been developed for their 
intrinsic advantages, such as their robustness to relatively harsh 
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ambient conditions, explosion-free security since they require 
no on-probe electrical power, rapid real-time in situ 
measurement for remote sensing, multiplexing potential, and 
immunity to electromagnetic interference (EMI) [3-5], to name 
a few.  

Interferometric refractometers have recently been reported 
with suitable capabilities for RI measurement. A hybrid device 
exploiting a capillary fiber sandwiched between two SMFs in a 
Fabry-Perot configuration and interrogated by a swept 
wavelength laser has been reported for wide RI sensing from 
1.3924 – 1.5882 RIU with a precision of 7x10-4 RIU [6]. Fukano 
et al. reported on a refractometer employing multimode 
interference in a hybrid sensor comprising an MMF sandwiched 
between two SMFs with detection performed using an optical 
spectrum analyzer [7]. Another refractometric technique that is 
frequently used is that based on surface plasmon resonance, in 
particular, for biosensing [8]. 

Nevertheless, one RI measurement method which is widely 
exploited is the optical intensity-based refractometer [9-25] due 
to its simplicity and cost effectiveness. In such a scheme, a 
variation in the RI value will induce a variation in the optical 
power or intensity to be measured. OFR techniques based on 
optical intensity modulation have been realized using tapered 
multimode fibers (MMFs) [6-8], back-reflection fiber core tips 
[12-14], dual MMF set-ups similar to the fiber bundle proximity 
sensor [15,16], D-shaped multimode plastic optical fibers 
[17,18], and stripped-cladding MMFs [19-28]. 

Development of the stripped-cladding MMF refractometer 
has been reported since the 1980’s [19-25], inspired by the 
dielectric rod refractometer immersed in a liquid used as the 
equivalent cladding [26-28]. Various models of stripped-
cladding MMF refractometer have been proposed [19-22] to 
estimate its optical power response measured against RI 
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variation with respect to the core index. In these early 
refractometers, Snell’s law and Fresnel’s reflection law were 
employed to interpret the sensor response for RIs lower than 
that of the core, while only Fresnel reflections were employed 
when the indices were higher than the core index. Although 
previous models [20,21] attempted to determine and account for 
the power distribution density of the incident beam, the 
influence of evanescent wave absorption (EWA) was, however, 
not considered. Nevertheless, EWA exists since the beams or 
rays are essentially guided by total internal reflection (TIR) and 
will have to be accounted for to design an accurate fiber 
refractometer. In addition, the resulting approximation from 
these existing models was sufficiently precise only when 
applied to a beam launched through a lens system [20,21].  

We shall here build on an alternative Gaussian beam analysis 
method previously proposed [25] in order to accurately estimate 
the optical power distribution density injected from a single-
mode (SM) laser beam into an MMF that is used as the sensing 
element. Although experimentally validated for beam injection 
via a microscope objective (MO), this method can also be 
extended to account for any launch conditions, including that 
from a lead-in single-mode fiber (SMF) spliced to an MMF. 
Using this improved model subsequently allows the analysis of 
the impact of both launch conditions and sensing length on the 
sensor sensitivity in each of the three previously identified RI 
zones.  

As a result, a compact hybrid all-fiber set-up is proposed 
using an SMF and MMF combination without the 
inconvenience of opto-mechanical elements which could 
introduce mechanical perturbations to the sensor as in [25].  

II. OPERATING PRINCIPLE 

A. Determination of power input into the MMF 
An SMF is fusion-spliced to a plastic-clad silica MMF (PCS 

MMF) with a core radius (a2) of 100 µm and a numerical 
aperture (NA2) of 0.50, as shown in Fig. 1(a). The subsequent 
lightwave will then be diffracted according to the principles 
illustrated by Fig. 1(b). 

Here, it is supposed that the guided beam output from the 
SMF has similar characteristics to a collimated beam exhibiting 
a Gaussian distribution. The SMF’s mode field diameter 
(MFDSMF) is then defined as being at 1/e² of the beam intensity 
with a spot radius of w0 = 0.5MFDSMF. Thus, 99% of the beam 
intensity in the SMF is contained within a diameter D0 = πw0 
[29]. Furthermore, since the laser beam is launched from the 
lead-in SMF into the MMF with incident beam angle θb = 90°-
βb (see Fig. 1(b)), βb can be calculated in terms of both the 
SMF’s numerical aperture (NA1) and the core index of the MMF 
(nco2) as 

𝛽𝑏 = 𝑠𝑖𝑛−1 (𝑁𝐴1
𝑛𝑐𝑜2

)        (1) 

This Gaussian beam is then diffracted into the MMF until 
distance zi [30] (see Fig. 1(b)) and will first be incident at the 
core-cladding interface before being guided in its core. Hence, 
the true optical power distribution propagated along the MMF 
should then originate from the power distribution at zi. 

Consequently, according to the principle previously reported 
[25], the diffraction from the SMF to the MMF core at distance 
zi for a given operating wavelength λ will result in a beam spot 
radius (wz) of [31] 

𝑤𝑧(𝑧𝑖) = 𝑤0√1 + ( 𝜆𝑧𝑖
𝑛𝑐𝑜2𝜋𝑤02

)
2
      (2) 

where distance zi can be obtained using a trigonometric function 
in terms of a2 and βb in the form 

𝑧𝑖 = 𝑎2 𝑐𝑜𝑡 𝛽𝑏        (3)  
The optical intensity distribution of this Gaussian beam in the 

MMF at distance zi (Iz) can then be expressed by [31] 

𝐼𝑧(𝑎) = 𝐼0𝑒
(−2𝑎2

𝑤𝑧2
)       (4) 

Here, a varies from the center axis of the fiber to its outer 
radius a2 due to the symmetry of revolution. Further, by 
integrating the optical intensity in (4) over the transverse plane 
of the beam, followed by normalizing by I0 = πwz²/2, the 
normalized input optical power into the MMF can be obtained 
as [29,31] 

( ) 








 −

−=
2

22

1 zw
a

z eaP       (5) 
The input beam is thus injected from the SMF with NA1 = 

0.16 at λ = 1550 nm into the MMF (NA2 = 0.50) with its middle 
section stripped of the cladding or buffer layer. The incident 
beam angle (θb) in the MMF is thus always higher than its 
critical angle (θc). Therefore, this beam will be entirely 
propagated by TIR without any part of it being refracted into 
the cladding. 

B. Sensing mechanisms 
As previously reported [24,25], the sensing mechanisms in the 
stripped-cladding MMF-based refractometer are classed 
according to 3 conditions or RI zones. Zone I is defined for the 
condition when the light is fully guided by TIR in the sensing 
region and, therefore, only EWA occurs as the unique sensing 
mechanism. This is illustrated in Fig. 2.  

Fig. 1: Coupling between SMF and MMF: (a) photo image of fusion 
splicing region between SMF and MMF, and (b) illustration of the 
principles of lightwave injection and diffraction at the interface of both 
fibers. Incoming single-mode laser beam is injected 
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Zone I is then defined when b > c, which corresponds to nsm 
< nb < ncl, where nb is expressed as 

bcob nn sin2=         (6) 
The guided optical power, (𝑃𝐿)𝐼, along the MMF for a 

sensing region of length L, can then be estimated by integrating 
the incident optical power for each ray (i) from b to 90° 
through [25] 

( ) ( ) ( )( )
i

LTN
iIL dePP

b

ii 





−=
90

0)(
   (7) 

where P0 represents the input angular power density into the 
MMF while N(θi) is the number of reflections per unit length 
for an incident ray with angle θi and T is the transmission 
coefficient of the evanescent waves (EWs) penetrating into the 
external sensing medium, respectively. These two parameters 
can be given by [32] 
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Here,  is defined as the absorption coefficient of the sensing 

medium, and csm the equivalent critical angle at the interface 
core-sensing medium (θcsm = sin-1(nsm/nco2)). Note that N(θi)L is 
the total number of reflections and is hence rounded off to the 
nearest integer number during computing. 

A clearer and more intuitive illustration of the EWA sensing 
mechanism in Zone I is shown in Fig. 3. The results physically 
demonstrate the evolution of EWs as a function of RI values. In 
this work, 2D wave optics simulation in the COMSOL 
Multiphysics environment is used since simulation in 3D would 
require excessively high computational load due to extremely 
high number of meshes to be generated. In addition, 3D 
simulation is not required due to the cylindrical symmetry of 
the MMF structure. During simulation, the core diameter used 
is proportionally reduced to 60 µm instead of 200 µm to avoid 
unwanted overloading during the computation. Further, as 
illustrated in Figs. 3(a) and 3(b), where for b > csm, the beam 
from the lead-in SMF is propagated entirely in the MMF by 
TIR. The penetration of EWs into the functional cladding (FC) 
representing the sensing medium thus increases with increasing 
nsm as illustrated in Fig. 3(c). This can be clearly understood 
from (9), as, for a given θi, the square root of the denominator 
decreases towards zero when csm increases, subsequently 

leading to an increase in T. For a sensing medium (or FC) index 
nsm of 1.435 RIU (inset in Fig. 3(b)), more EW power (higher-
intensity blue shade in FC) is observed in the FC area compared 
to that for a lower nsm of 1.385 RIU (see inset of Fig. 3(a)). This 
will consequently contribute to decreasing optical power being 
guided along the fiber since more EW power is absorbed in the 
FC. 

 
Fig. 3: COMSOL 2D wave optics simulation of light propagation for Zone I for 
(a) nsm = 1.385, (b) nsm = 1.435, and (c) evanescent waves penetrating into FC 
via exponential decay of the electric fields without any mode loss to FC or 
external medium. 

In the case of the second condition or Zone II, where nsm > nb 
but nsm < nco2, a different sensing mechanism occurs. Here, in 
parallel to EWA, there is an additional contribution from mode 
losses due to the increase in critical angle in the MMF sensing 
region (see Fig. 4). This is proportional to an increase in nsm and 
will induce a larger number of modes being transmitted or 
refracted into the external medium, hence leading to increasing 
mode losses. Nevertheless, there are also Fresnel reflections 
from rays with individual incident ray angle i < csm which are 
no longer guided by TIR. Subsequently, the model for Zone II 
can be described by 

( ) ( ) ( )( ) ( ) ( ) ( )
i

LN
iii

LTN
iIIL dRPdePP

csm

b
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csm

ii 
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−
0

90
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The first term on the right of (10) is the usual EWA contribution 
from the TIR guided modes which still exist, while the second 
term corresponds to the influence of Fresnel reflections for rays 
from b to csm which are refracted to the exterior. R represents 
the reflectivity and can be calculated as a function of the 
reflectance under both p-polarization (rp) and s-polarization 
(rs), respectively, as [33]  

Fig 2: Sensing mechanism in Zone I based uniquely on EWA. 
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for which the reflectance under the respective polarizations is 
given by 
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However, the contribution from Fresnel reflections in Zone 
II is very weak (of the order of ~10-6 to 10-5) since the index 
contrast between nco2 and nsm is relatively small (nco2 - nb ≌ 
0.0089 RIU). Hence, these reflections can be neglected. 
Subsequently, the model for Zone II in (10) can be simplified 
to a combination of EWA for rays which are still guided by TIR, 
similar to Zone I, and mode losses for rays from b to csm which 
no longer exist in the integral given in (13) below. This is 
illustrated in Fig. 4. 

 
Fig. 4:Illustration of EWA and mode losses represented by the yellow rays due 
to modification of csm with respect to nsm in Zone II. 

The input rays subject to EWA are now thus considered from 
csm to 90°, and can be expressed by 
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Finally, for Zone III, in which the sensing region of the 
refractometer is employed for measuring nsm > nco2, propagation 
by TIR is no longer supported. Nevertheless, some optical 
power will still be guided by the phenomenon of external 
reflection while the majority of the rays are refracted and 
transmitted into the external medium (or FC). This can be 
explained using Fresnel equations to describe the interaction of 
the optical rays at the interface of two media with different RI 
values, as illustrated in Fig. 5. 

 
Fig. 5: Illustration of sensing mechanism in Zone III by Fresnel reflection. 

When nsm > nco2, the optical power from the core will 
principally be transmitted to the external region and lost. There 
is, however, a small amount of power being reflected back into 
the core through Fresnel reflections in (11) and (12), whose 
guided power can be calculated via 
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C. Experimental investigation and validation 
The refractometer operates on the basis of ratiometric 

intensity measurements through a differential probe 
configuration, with one SMF-MMF serving as the sensing arm, 
and the other the reference arm to compensate common-mode 
noises, as shown in Fig. 6. The emitted beam from a 1550 nm 
SM fiber-pigtailed DFB laser diode is transmitted via a 50/50 
SM fiber coupler to obtain two equal interrogating beams. Since 
SMF is directly spliced to MMF (Thorlabs FP200ERT) [35] 
with NA2 = 0.50, the injected beam will be diffracted at the 
SMF-MMF interface, then guided into and along the latter fiber. 
Two identical Ge-type Thorlabs PDA50B photodetectors are 
used for measuring the guided optical powers at the MMF 
outputs. The measured data are next recorded by a dedicated 
1.25 MHz National Instrument data acquisition system (DAQ) 
for further processing. 

 

 
Fig. 6: Experimental schematic of hybrid differential SMF-MMF refractometer 
for RI measurement with common-mode noise compensation. 

A combination of water-glycerol mixture with different 
concentrations is employed as the sensing medium to obtain an 
RI range from 1.3164 to 1.4571 RIU at 1550 nm, similar to [36]. 
The corresponding absorption coefficient sm is dependent on 
the experimentally determined extinction coefficient, 
calculated according to the procedures in [25,36-38]. For 
inducing RI values beyond those of glycerol (i.e. for RI > 
1.4571), calibrated oils from Cargille Laboratories ranging 
from 1.468 to 1.608 RIU are employed. 

III. RESULTS AND DISCUSSION 
FEM-based simulation cannot be used to support 3D MMF 

simulation, since its dimension with respect to the operating 
wavelength will contribute to a very high mesh number and, 
thus, computational load. Hence, the most effective simulation 
technique to estimate the response of this refractometer is by 
combining the models through Gaussian beam analysis, ray 
optic principles, and analytical wave optics. 

Equation (1) is first used to calculate b (b = 90°- βb = 83.6°), 
before obtaining the zi-distance through (3), giving zi = 896.94 
µm. wz is next calculated using (2) for the SMF's w0 (w0 = 4.85 
µm), given as 0.5MFDSMF. Subsequently, using (4) and (5), the 
optical intensity and power at zi can be obtained. 

Inferring from the sensing principles, the boundary between 
Zone I and Zone II will be at nb, an index corresponding to θb, 
due to NA2 (MMF) being higher than NA1 (SMF). From (6), this 
boundary is determined to be at nb ~1.4351 RIU, and, 
consequently, the beam will be entirely guided by TIR for nsm 



IEEE SENSORS JOURNAL VOL XXX, N XXX, 
 

5 

< nb. Additionally, to estimate the remaining guided power by 
TIR in Zone I, as expressed by (7), the input angular power 
density distribution P0(i) in Fig. 7 for each angle has to be 
known. This is obtained using the method proposed in earlier 
work [25], for P0(i) from b to 90°.  

 
Fig. 7: Input angular power density distribution P0(i) injected into MMF for 
incident angles from b to 90°. 

Hence, by substituting the values of P0(i) for all incident 
rays (from b to 90°) into (7)-(9), the guided power under any 
perturbation in Zone I (i.e. nsm < 1.4351 (or nb)) can thus be 
accurately estimated. On the other hand, for nsm > 1.4351 and 
up to 1.444 (or nco2), the Zone II sensing response is obtained 
by numerically integrating P0(i) from csm to 90° with (13). 
Finally, for Zone III, the guided power can be estimated by 
employing (11), (12), and (14) for all incident rays from b to 
90°. 

The complete simulation results of the RI response across the 
3 zones are plotted and corroborated experimentally in Fig. 8 
for two sensing lengths of 2 cm and 5 cm  0.1 cm. The 
response curves show that, in comparison with previous results 
[25], the dynamic range of Zone I is wider in this work (from 
1.3164 to 1.4351 RIU), contrary to Zone II, due to the injected 
b from the lead-in SMF into the MMF being higher (close to 
90°). 

For Zone I response, a higher power loss is achieved for the 
longer sensor (5 cm), and the measured optical power decreases 
for increasing RI due to increasing EWA as predicted by (7). 
Higher power losses are also achieved by the 5-cm sensor in 
Zone II since in this zone, there is still EWA which additionally 
contributes to the response. Furthermore, the sharp decrease in 
the Zone II response for both the 2-cm and the 5-cm sensors 
results from the mode losses due to the modification of the 
critical angle for increasing RI values. This leads to a higher 
number of modes being continuously lost through refraction. 

The dynamic range for Zone II response undergoes no change 
compared with previous results [25] since the characteristics of 
the MMF core are identical, i.e. PCS MMF with a silica core. 
However, the power response significantly increases 
comparatively [25], in particular for the shorter 2-cm sensor 
since the incident beam angle from the lead-in SMF into the 
MMF, b, is closer to 90°. Hence, the total number of reflections 
along the sensor decreases, resulting in more power being 
guided along the MMF, according to (14). 

The power response curves are next derived based on the 
models, as a function of RI across all 3 zones, to obtain the 
sensitivities for both sensors which are plotted in Fig. 9. Very 
high sensitivities are achieved in Zone II for both sensors, with 
the best sensitivity (-248 a.u./RIU, which is equivalent to 2480 
V/RIU, depending on the photodetector system employed) 
achieved by the 2-cm stripped-cladding MMF. This can be 
justified by the sharp decrease in the optical power response in 
Fig. 8 as the shorter sensor is subject to the least EWA. 
Consequently, it suffers higher losses through the modification 
of the critical angle (mode loss mechanism) as previously 
explained in [25]. As the measured index approaches nco2 at the 
end of Zone II, the sensitivity lessens. The optical power (Fig. 
8) then exhibits a flat response at the exact boundary between 
Zone II and Zone III, consequently resulting in a zero-
sensitivity value. The sensitivity at the beginning of Zone I, on 
the contrary, is very low (-0.016 a.u./RIU and -0.040 a.u./RIU 
for the 2-cm and 5-cm sensors, respectively) since the slow 
gradient of the power response in this zone is affected by the 
low penetration of EWs into the cladding and a lower total 
number of reflections (NL) along the decladded area. This is due 
to θb in MMF being close to 90° (~83.6°). Consequently, a 
higher sensitivity for Zone I is achieved by the longer sensing 
region (5 cm) due to stronger EWA from the contribution of 
higher NL in this sensor. Further, the sensitivity (S) curves in 
Zone III (Fig. 9) describe a higher sensitivity being achieved for 
the 2-cm sensor. However, this sensitivity then decreases for 
further increasing RI. Nevertheless, the sensitivities for both the 
2-cm and 5-cm sensors in Zone III are higher (11.82 a.u./RIU 
and 4.99 a.u./RIU, respectively) compared to previous results 
[25] and even in comparison with the shortest (1 cm) of the 
previous sensors where a sensitivity of only 1.20 a.u./RIU was 
obtained for this zone. This is due to a lower number of 
reflections, which contribute to higher transmitted power as 
well as a higher gradient which represent the sensor sensitivity. 
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Fig. 8: Response of 2-cm and 5-cm refractometers based on hybrid coupling of SMF and MMF for varying RI values. 

 
Fig. 9:  Sensitivity curves of 2-cm and 5-cm SMF-MMF hybrid refractometers, (a) in Zone I, (b) in Zone II, and (c) in Zone III. 
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The refractometer resolution, Res, is next determined using 

the sensitivity curves in Fig. 9 by taking 6 times the RMS 
measurement noise, σ, corresponding to ~99.7% confidence 
level, divided by the sensitivity, i.e. Res = 6σ/S [39]. Results 
from this work are first compared against our previous 
benchmark in [25]. The best resolution obtained here is 
2.76×10-6 RIU, achieved by the 2-cm sensor in Zone II. This is 
an 8-time improvement over the previous refractometer where 
the best resolution was 2.245×10-5 RIU for the 1-cm sensor. A 
higher resolution is achieved in this work, due to a narrower 
input angular power density (from 83.6° to 90°) that thus allows 
to achieve both a higher sensitivity and a sharper response in 
Zone II. Further, the highest resolution obtained for Zone III in 
this work is 5.30×10-5 RIU, also achieved by the 2-cm sensor, 
as compared to 1.39×10-4 RIU for the 5-cm sensor. These values 
are at least one order of magnitude better than that obtained 
(1.45×10-3 RIU) previously for the shortest sensor (1 cm) in 
Zone III, in direct accordance with a higher sensitivity due to a 
lower number of reflections obtained in the sensing region. 
However, the resolution achieved at the beginning of Zone I is 
limited to 1.63×10-2 RIU and 3.39×10-2 RIU for the 2-cm and 
5-cm sensors, respectively. These are relatively weak compared 
to the best resolution (8.34×10-3 RIU) obtained from the 
previous 4-cm long refractometer due to less EWA being 
achieved by the sensing region in this work. 

Although the models developed in this work are principally 
used to accurately estimate the performance (in terms of 
response, resolution/sensitivity, RI delimitation, etc) of the 
hybrid SMF-MMF refractometers, the capability of these 
analytical models can also be extended to optimize the future 
design of other similar fiber refractometers. For example, in 

Fig 1: Simulation results of hybrid MMF refractometers for sensing length from 1 cm to 5 cm, with (a) 
response for Zones I, II and III, (b) zoom for Zone I, and (c) zoom for Zone II. 
Fig. 11:Simulation results of hybrid MMF refractometers for sensing length from 1 cm to 5 cm, with 
(a) response for Zones I, II and III, (b) zoom for Zone I, and (c) zoom for Zone II. 

Fig. 10:Sensor sensitivities for, (a) Zone I, (b) Zone II, and (c) Zone III 



IEEE SENSORS JOURNAL VOL XXX, N XXX, 
 

8 

Fig. 10, we investigate the influence of the sensing length on 
the response of the refractometers for lengths ranging from 1 
cm to 5 cm. The simulation results in Fig. 10 demonstrate that 
the initial response of the refractometers under study (from 1 
cm to 5 cm) in Zones I and II are relatively difficult to 
distinguish at low RI values. Nevertheless, in Zone I, the 
respective sensor response then separates with increasing RI 
since more optical power is exponentially absorbed via EWA 
with increasing sensing length. With regard to Zone II, the 
response of the refractometers subsequently converges when 
the measured RI increases. This is due to the decreasing 
influence of EWs since more modes are exponentially lost (or 
refracted) into the sensing medium. On the other hand, the 
response of each refractometer in Zone III can be clearly 
distinguished since the optical power responses as a power of L 
and N as described by (14). 

Figure 11 displays the sensitivity values for refractometers 
with 1 cm to 5 cm of sensing length. The sensitivity curves of 
these sensors in Zone I converge with increasing RI to a 
crossing point in Zone II. Before this crossing point, the longer 
sensor has the largest sensitivity as we have seen and explained 
in Fig. 9. After the crossing point, the sensitivity of the longest 
sensor decreases in sensitivity while that of the shortest sensor 
becomes increasingly sensitive. This is due to the sharper 
response of the shorter sensing elements after the 1.4410 RIU 
point. In Zone III, the sensitivity curves decrease significantly 
and very rapidly beyond 1.445 RIU. However, the sensitivities 
of the shorter sensing elements are always larger than those of 
the longer sensors. 

As shown earlier in this paper, the present model is highly 
accurate and, hence, can additionally be used to design a hybrid 
SMF-MMF RI sensor with the desired sensitivity. For instance, 
using Fig.11 as the baseline (more detailed abacus generated 
with our model could also be used), the maximum length 
required to design a sensor with a sensitivity of at least 300 
a.u./RIU can be determined. In this example, the maximum 
length of the sensing region must be 1 cm. Nonetheless, the 
model, which is relatively fast to run, could be coupled with an 
optimization method to automatically analyze the sensor 
parameters and find the correct length of the sensing region. 

IV. CONCLUSION 
Two hybrid SMF-MMF fusion splice-coupled refractometers 

have been realized to significantly improve the sensitivity in the 
Zone II and Zone III RI regimes by a factor of 8 to 10 compared 
to previous work [25] while concurrently reducing parasite 
mechanical perturbations advantageously. Since the injected 
beam angle from the lead-in SMF corresponds to its NA, this 
then determines the equivalent angle to the RI value at the Zone 
I and Zone II boundary. Accordingly, the ray power distribution 
density which propagates along the MMF can theoretically be 
obtained by using Gaussian beam analysis for incident beam 
angles from θb (83.6°) to 90°, which are obtained from the value 
of NA1. Subsequently, the optical power response for both the 
2-cm and 5-cm refractometers can be estimated by integrating 
the ray power distribution density into the models for Zone I 
and Zone II through ray optic principles and the analytical 

equation for evanescent waves. The model for Zone III, on the 
other hand, employs the ray power distribution density 
combined with Fresnel equations. 

The results for the three sensing zones are then corroborated 
experimentally by decladding two MMFs over 2 cm and 5 cm 
in length, respectively, demonstrating very high agreement with 
the simulation results. In addition, since the incident beam angle 
(b) from the lead-in SMF is close to 90°, the dynamic range of 
Zone II is consequently very narrow (from 1.4351 to 1.444 
RIU), compared to the relatively wider range obtained in Zone 
I. In terms of sensitivity, the results achieved with these hybrid 
SMF-MMF splice-coupled refractometers show significantly 
improved sensing performance by more than 8 times, in 
particular for the shorter 2-cm sensor over Zones II and III, 
respectively, compared to our previous results [25]. On the 
other hand, the sensitivity of these sensors in Zone I, in 
particular at the beginning of this zone, is very low (-0.016 
a.u./RIU and -0.034 a.u./RIU for the 2-cm and 5-cm sensors, 
respectively) when compared to -0.392 a.u./RIU previously 
achieved. This, however, increases exponentially with 
increasing RI toward the boundary between Zone I and Zone II, 
in accordance with the model for Zone I described in (7). 

Using the proposed models enables us to estimate the 
performance of MMF refractometers with different sensing 
lengths with relative ease since the simulation time for each 
sensing length is less than 20 seconds. Hence, various lengths 
can be efficiently and accurately simulated to obtain the desired 
sensor performance. 
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